Neonatal labioperineal tear from fetal scalp electrode insertion. A case report.
Intrauterine electronic fetal heart monitoring is a widely used tool in diagnosing intrauterine fetal distress. We describe a case of successful conservative treatment for a neonatal labioperineal tear caused by scalp electrode application during breech delivery.